Gain curve of PMT19

Log(HV) vs. Log(Pulse Height)

Probability (Prob)
- $p_0 = -47.56 \pm 1.432$
- $p_1 = 7.025 \pm 0.1949$

Noise rate of PMT19

Noise Rate vs. Time (min)

Average: 5.680000